
Bid Details/ बडबड  ववरणववरण

Bid End Date/Time/ बडबड  बंदबंद  होनेहोने  कक   तार खतार ख//समयसमय 09-01-2024 15:00:00

Bid Opening Date/Time/ बडबड  खुलनेखुलने  कक
तार खतार ख//समयसमय 09-01-2024 15:30:00

Bid Offer Validity (From End Date)/ बडबड  पेशकशपेशकश
वैधतावैधता ( (बंदबंद  होनेहोने  कक   तार खतार ख  सेसे)) 180 (Days)

Ministry/State Name/मं ालयमं ालय//रा यरा य  काका  नामनाम Ministry Of Science And Technology

Department Name/ वभागवभाग  काका  नामनाम Department Of Science And Technology (dst)

Organisation Name/संगठनसंगठन  काका  नामनाम Sree Chitra Tirunal Institute For Medical Sciences And
Technology (sctimst)

Office Name/कायालयकायालय  काका  नामनाम Thiruvananthapuram

Total Quantity/कुलकुल  मा ामा ा 1

Item Category/मदमद  केटेगरकेटेगर Ultrasound Scanning Machine (Q3)

Minimum Average Annual Turnover of the
bidder (For 3 Years)/ बडरबडर  काका  यूनतमयूनतम  औसतऔसत
वा षकवा षक  टनओवरटनओवर (3  (3 वषवष   काका))

100 Lakh (s)

OEM Average Turnover (Last 3 Years)/मूलमूल
उपकरणउपकरण  िनमातािनमाता  काका  औसतऔसत  टनओवरटनओवर ( (गतगत 3  3 वषवष   काका)) 150 Lakh (s)

Years of Past Experience Required for
same/similar service/उ ह ंउ ह ं//समानसमान  सेवाओंसेवाओं  केके  िलएिलए
अपे तअपे त  वगतवगत  अनुभवअनुभव  केके  वषवष

3 Year (s)

MSE Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  एमएसईएमएसई  छूटछूट//  and
Turnover//टनओवरटनओवर  केके  िलएिलए  एमएसईएमएसई  कोको  छूटछूट  ाा   हैहै

Yes

Startup Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  टाटअपटाटअप  छूटछूट//  and
Turnover/ / टनओवरटनओवर  केके  िलएिलए  टाटअपटाटअप  कोको  छूटछूट  ाा   हैहै

Yes

 

Bid Number/बोली मांक ( बड सं या):
GEM/2023/B/4245878

Dated/ दनांक : 19-12-2023

Bid Document/  बडबड  द तावेज़द तावेज़
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Document required from seller/ व े ताव े ता  सेसे  मांगेमांगे
गएगए  द तावेज़द तावेज़

Experience Criteria,Past Performance,Bidder
Turnover,Certificate (Requested in ATC),OEM Authorization
Certificate,OEM Annual Turnover,Additional Doc 1
(Requested in ATC),Additional Doc 2 (Requested in
ATC),Additional Doc 3 (Requested in ATC),Additional Doc 4
(Requested in ATC),Compliance of BoQ specification and
supporting document
*In case any bidder is seeking exemption from Experience /
Turnover Criteria, the supporting documents to prove his
eligibility for exemption must be uploaded for evaluation by
the buyer

Past Performance/ वगतवगत  दशनदशन 30 %

Bid to RA enabled/ बडबड  सेसे  रवसरवस  नीलामीनीलामी  स यस य  कयाकया No

Comprehensive Maintenance Charges
Required Yes

Type of Bid/ बडबड  काका  कारकार Two Packet Bid

Time allowed for Technical Clarifications
during technical evaluation/तकनीकतकनीक   मू यांकनमू यांकन  केके
दौरानदौरान  तकनीकतकनीक   प ीकरणप ीकरण  हेतुहेतु  अनुमतअनुमत  समयसमय

2 Days

Inspection Required (By Empanelled
Inspection Authority / Agencies pre-
registered with GeM)

No

Estimated Bid Value/अनुमािनतअनुमािनत  बडबड  मू यमू य 7000000

Evaluation Method/मू यांकनमू यांकन  प ितप ित Total value wise evaluation

Financial Document Required/ व ीयव ीय  द तावेजद तावेज
कक   आव यकताआव यकता  हैहै।। Yes

Bid Details/ बडबड  ववरणववरण

EMD Detail/ईएमडईएमड   ववरणववरण

Advisory Bank/एडवाईजर  बक State Bank of India

EMD Amount/ईएमड  रािश 175000

ePBG Detail/ईपीबीजीईपीबीजी  ववरणववरण

Advisory Bank/एडवाइजर  बक State Bank of India

ePBG Percentage(%)/ईपीबीजी ितशत (%) 10.00

Duration of ePBG required (Months)/ईपीबीजी क
अपे त अविध (मह ने). 26

(a). EMD EXEMPTION: The bidder seeking EMD exemption, must submit the valid supporting document for the
relevant category as per GeM GTC with the bid. Under MSE category, only manufacturers for goods and Service
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Providers for Services are eligible for exemption from EMD. Traders are excluded from the purview of this
Policy./जेम क  शत  के अनुसार ईएमड  छूट के इ छुक बडर को संबंिधत केटेगर  के िलए बड के साथ वैध समिथत द तावेज़ तुत करने है।
एमएसई केटेगर  के अतंगत केवल व तुओं के िलए विनमाता तथा सेवाओं के िलए सेवा दाता ईएमड  से छूट के पा  ह। यापा रय  को इस नीित के
दायरे से बाहर रखा गया है।

(b). EMD & Performance security should be in favour of Beneficiary, wherever it is applicable./ईएमड  और संपादन
जमानत रािश, जहां यह लागू होती है, लाभाथ  के प  म होनी चा हए। 

Beneficiary/लाभाथलाभाथ   : 
Director
Sree Chitra Tirunal Institute for Medical Sciences and Technology (SCTIMST), Thiruvananthapuram, Department
of Science and Technology (DST),Ministry of Science and Technology
(Dr.sanjay Behari)

Splitting/ वभाजनवभाजन

Bid splitting not applied/बोली वभाजन लागू नह ं कया गया.

MII Purchase Preference/एमआईआईएमआईआई  खर दखर द  वर यतावर यता

MII Purchase Preference/एमआईआई खर द वर यता Yes

MSE Purchase Preference/एमएसईएमएसई  खर दखर द  वर यतावर यता

MSE Purchase Preference/एमएसई खर द वर यता Yes

1. If the bidder is a Micro or Small Enterprise as per latest definitions under MSME rules, the bidder shall be
exempted from the requirement of "Bidder Turnover" criteria and "Experience Criteria" subject to meeting of
quality and technical specifications. If the bidder is OEM of the offered products, it would be exempted from the
"OEM Average Turnover" criteria also subject to meeting of quality and technical specifications. In case any
bidder is seeking exemption from Turnover / Experience Criteria, the supporting documents to prove his eligibility
for exemption must be uploaded for evaluation by the buyer.
2. If the bidder is a Startup, the bidder shall be exempted from the requirement of "Bidder Turnover" criteria and
"Experience Criteria" subject to their meeting of quality and technical specifications. If the bidder is OEM of the
offered products, it would be exempted from the "OEM Average Turnover" criteria also subject to meeting of
quality and technical specifications. In case any bidder is seeking exemption from Turnover / Experience Criteria,
the supporting documents to prove his eligibility for exemption must be uploaded for evaluation by the buyer. 
3. The minimum average annual financial turnover of the bidder during the last three years, ending on 31st
March of the previous financial year, should be as indicated above in the bid document. Documentary evidence in
the form of certified Audited Balance Sheets of relevant periods or a certificate from the Chartered Accountant /
Cost Accountant indicating the turnover details for the relevant period shall be uploaded with the bid. In case the
date of constitution / incorporation of the bidder is less than 3-year-old, the average turnover in respect of the
completed financial years after the date of constitution shall be taken into account for this criteria. 
4. Experience Criteria: In respect of the filter applied for experience criteria, the Bidder or its OEM {themselves or
through reseller(s)} should have regularly, manufactured and supplied same or similar Category Products to any
Central / State Govt Organization / PSU / Public Listed Company for number of Financial years as indicated above
in the bid document before the bid opening date. Copies of relevant contracts to be submitted along with bid in
support of having supplied some quantity during each of the Financial year. In case of bunch bids, the category of
primary product having highest value should meet this criterion. 
5. OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the relevant period
shall be uploaded with the bid. In case the date of constitution / incorporation of the OEM is less than 3 year old,
the average turnover in respect of the completed financial years after the date of constitution shall be taken into
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account for this criteria. 

6. Preference to Make In India products (For bids > 200 Crore) (can also be used in Bids < 200 Crore but only
after exemption by competent authority as defined in Deptt of Expenditure OM dated 28.5.2020): Preference
shall be given to Class 1 local supplier as defined in public procurement (Preference to Make in India), Order
2017 as amended from time to time and its subsequent Orders/Notifications issued by concerned Nodal Ministry
for specific Goods/Products. The minimum local content to qualify as a Class 1 local supplier is denoted in the bid
document. If the bidder wants to avail the Purchase preference, the bidder must upload a certificate from the
OEM regarding the percentage of the local content and the details of locations at which the local value addition is
made along with their bid, failing which no purchase preference shall be granted. In case the bid value is more
than Rs 10 Crore, the declaration relating to percentage of local content shall be certified by the statutory auditor
or cost auditor, if the OEM is a company and by a practicing cost accountant or a chartered accountant for OEMs
other than companies as per the Public Procurement (preference to Make-in -India) order 2017 dated 04.06.2020.
The buyers are advised to refer the OM No.F.1/4/2021-PPD dated 18.05.2023.
OM_No.1_4_2021_PPD_dated_18.05.2023 for compliance of Concurrent application of Public Procurement Policy
for Micro and Small Enterprises Order, 2012 and Public Procurement (Preference to Make in India) Order, 2017. 

7. Purchase preference to Micro and Small Enterprises (MSEs): Purchase preference will be given to MSEs as
defined in Public Procurement Policy for Micro and Small Enterprises (MSEs) Order, 2012 dated 23.03.2012 issued
by Ministry of Micro, Small and Medium Enterprises and its subsequent Orders/Notifications issued by concerned
Ministry. If the bidder wants to avail the Purchase preference, the bidder must be the manufacturer of the offered
product in case of bid for supply of goods. Traders are excluded from the purview of Public Procurement Policy for
Micro and Small Enterprises. In respect of bid for Services, the bidder must be the Service provider of the offered
Service. Relevant documentary evidence in this regard shall be uploaded along with the bid in respect of the
offered product or service. If L-1 is not an MSE and MSE Seller (s) has/have quoted price within L-1+ 15%
(Selected by Buyer)of margin of purchase preference /price band defined in relevant policy, such Seller shall be
given opportunity to match L-1 price and contract will be awarded for 25%(selected by Buyer) percentage of
total QUANTITY.The buyers are advised to refer the OM No.F.1/4/2021-PPD dated 18.05.2023
OM_No.1_4_2021_PPD_dated_18.05.2023 for compliance of Concurrent application of Public Procurement Policy
for Micro and Small Enterprises Order, 2012 and Public Procurement (Preference to Make in India) Order, 2017. 
8. Estimated Bid Value indicated above is being declared solely for the purpose of guidance on EMD amount and
for determining the Eligibility Criteria related to Turn Over, Past Performance and Project / Past Experience etc.
This has no relevance or bearing on the price to be quoted by the bidders and is also not going to have any
impact on bid participation. Also this is not going to be used as a criteria in determining reasonableness of
quoted prices which would be determined by the buyer based on its own assessment of reasonableness and
based on competitive prices received in Bid / RA process. 
9. Past Performance: The Bidder or its OEM {themselves or through re-seller(s)} should have supplied same or
similar Category Products for 30% of bid quantity, in at least one of the last three Financial years before the bid
opening date to any Central / State Govt Organization / PSU / Public Listed Company. Copies of relevant
contracts (proving supply of cumulative order quantity in any one financial year) to be submitted along with bid
in support of quantity supplied in the relevant Financial year. In case of bunch bids, the category related to
primary product having highest bid value should meet this criterion. 

Pre Bid Detail(s)

Pre-Bid Date and Time Pre-Bid Venue

27-12-2023 11:00:00 Conference Hall, IS&IR department, SCTIMST

Ultrasound Scanning Machine ( 1 pieces ) 

(Minimum 50% and 25% Local Content required for qualifying as Class 1 and Class 2 Local Supplier
respectively/ मशःमशः णेीणेी 1 औरऔर णेीणेी 2 केके थानीयथानीय आपूितकताआपूितकता केके पप मम अहताअहता ाा  करनेकरने केके िलएिलए आव यकआव यक)

Technical Specifications/तकनीकतकनीक   विश याँविश याँ  

* As per GeM Category Specification/जेम केटेगर  विश  के अनुसार
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Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य

Types of Probes &
Features

Microconvex array Yes Or higher

Volume Convex Probe Yes Or higher

Volume Linear Probe Yes Or higher

Volume TV Probe Yes Or higher

E- Breast Elastography Yes, No Or higher

E- Thyroid Elastography Yes, No Or higher

Liver Elastography Yes Or higher

Intraoperative Probe Yes, No Or higher

Gel Warmer Yes, No Or higher

Dedicated 3-D/4-D Yes Or higher

Scan Modes Contrast harmonic imaging
with angio mode

Yes Or higher

Contrast-enhanced
ultrasound (CEUS) option

Yes Or higher

Tissue synchronization,
tissue velocity

Yes Or higher

Provision for higher
sensitivity for low
frequency doppler in all
probes

Yes Or higher

Number of Channels in
color doppler system

50000 or more (If channels are being designated as
digital channels)

Live 3 D imaging in color
doppler system

Yes Or higher

Colour Doppler system with
all application packages
,Quad loop for serial
studies with high frame
rate revies, harmonic
imaging capability in all
modes and integrated
stress echo package digital
storage and retrieval

Yes Or higher

Provision of Tissue
Colorization (B-Colour) for
improved contrast
resolution

Yes Or higher

Cine Loop Features Yes Or higher

Frame grabber facility for
post analysis

Yes Or higher

Number of
transducer/probe ports

4

5 / 20



System should be capable
of generating real time live
3- D images

Yes

Contrast agent imaging Yes Or higher

IMAGE DISPLAY AND
PROCESSING

DICOM 3 COMPLIANT Yes Or higher

Automated B-mode (2-D)
image

Yes Or higher

Automated CDI image
optimization

Yes Or higher

Automated PW Doppler
image optimization

Yes Or higher

Touch Screen Yes, No Or higher

Monitor display size, cm
(in)

58.4 (23) LCD with handle

Split screen Twin View

Single/dual monitors Dual (image display and touch panel)

DVD/CD Writer Yes Or higher

Type of processor i7 or latest

RAM capacity of PC in GB
(hint: In caase PC not
provided put zero)

? 4

Processor speed in GHZ ? 3

Frame Grabber
incorporated

Yes Or higher

Connectivity between USG
and PC

Yes Or higher

PC with all software
inclusive interfaced with
USG machine

Yes Or higher

laser Color printer provided
with computer for reporting

Yes, No Or higher

Inkjet printer provided with
computer for reporting

Yes, No Or higher

CD/DVD Produced should be
playable on any system

Yes Or higher

Glossy Colour Print Paper
supplied

500 sheets, 1000 sheets, NA

Dicom Interfacability Dicom
to PACS

Yes Or higher

Interfacability Dicom to RIS Yes Or higher

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य
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Power Requirements Resettable over current
breaker shall be fitted for
protection

Yes Or higher

Power backup UPS

Back up time in minutes 30

Suitable Servo Controlled
Stabilizer / CVT should be
provided

Yes, No Or higher

Miscellaneous
Parameters

Warranty (Option of
comprehensive warranty is
available through bidding
only, which if opted will
supersede normal warranty
in the catalogue)

5

Number of installations of
the USG machines in Central
/State/PSU Govt Hospitals(
Note: Seller should supply a
performace certificate of
the device to the buyer if
demanded after placement
of order)

More than 3

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य

Comprehensive Maintenance

Warranty of required product 2 Year

Comprehensive Maintenance Duration (Post
Warranty) 5 Year

*Warranty displayed under the AMC/CMC Details section will supersede the warranty displayed under the catalog
specfication

Additional Specification Parameters - Ultrasound Scanning Machine ( 1 pieces ) 
Specification Parameter

Name Bid Requirement (Allowed Values)

Additional Specification 1
On offering the item should also comply the additional specification
parameters mentioned in ATC and a complains regard should be uploaded
along with the technical bid.

Back up time in minutes Institute requirement is 15 minutes

Warranty required 2 years
* Bidders offering must also comply with the additional specification parameters mentioned above. 
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Consignees/Reporting Officer/परे षतीपरे षती// रपो टगरपो टग  अिधकारअिधकार   and/ तथातथा Quantity/मा ामा ा

S.No./ ..
सं.सं.

Consignee
Reporting/Officer/

परे षतीपरे षती// रपो टगरपो टग
अिधकारअिधकार

Address/पतापता Quantity/मा ामा ा Delivery Days/ डलीवरडलीवर  केके
दनदन

1 Shiju V S
695011,Sree Chitra Tirunal
Institute For Medical Science
and Technology,Medical
College PO, Trivandrum

1 45

Special terms and conditions-Version:2 effective from 20-10-2022 for category Ultrasound Scanning
Machine

1. 1. All Provisions of Drugs and Cosmetics Act, 1940 and Rules made there under as amended till date
will always be applicable. This will include all notifications issued by Central Drugs Standard Control
Organisation(CDSCO), Ministry of Health & Family Welfare (MoHFW) and Department of
Pharmaceuticals (DOP), Ministry of Chemicals & Fertilizers time to time in this regard.

2. The sellers are registered on GeM based on self-declaration of valid Drug License, product
certification, test reports etc. However, buyers must check and validate the details at their end for
all applicable licenses and certifications e.g., validity and authenticity/genuineness of drug license,
product certification, manufacturer certification/licenses, test reports etc.

3. The price offered by the seller shall not, in any case exceed the DPCO controlled price, if any, fixed
by the Central/State Government, the Maximum Retail Price (MRP) and the selling price. The seller
must reduce the prices if there is any reduction in DPCO ceiling price, if any.

4. Comprehensive warranty: Comprehensive warranty shall include preventive maintenance
including calibration as per technical/ service /operational manual of the manufacturer, service
charges and spares. During the warranty period commencing from date of the successful
completion of warranty period, Service personnel shall visit each consignee site as recommended in
the manufacturer's technical/ service /operational manual, at least once in six months. warranty
shall not be including the consumables. Further there will be 98% uptime warranty during warranty
period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend warranty period by double
the downtime period.

5. Service centres: Details of Service outlets in India to render services for equipment to be
furnished to buyer/consignees with complete address,telephone numbers, e mails etc at time of
making the supplies. It shall be the responsibility of seller to ensure that authorized service centres
are available to cater to the areas where supplies are made within reasonable distance from where
the service calls can be handled.Details of toll-free numbers for service call and online registration
of service requests also to be provided buyer/consignee at the time of supplies.

6. Source of supply: It shall be responsibility of seller to provide Documents regarding source of
equipments such as copy of Performa invoice or any other documents to establish that the products
supplied are manufactured by OEM indicated and sourced from them.

7. Packing and Marking: Medical equipments being very delicate and sensitive packing for the
goods should be strong and durable enough to withstand transit including transhipment (if any),
rough handling, open storage etc. without any damage, deterioration etc. .The size, weights and
volumes of the packing cases, remoteness of the final destination of the goods, availability or
otherwise of transport and handling facilities at all points during transit up to final destination,.
Quality of packing, the manner of marking within & outside the packages and provision of
accompanying documentation shall take into consideration the type of medical equipments being
supplied. The accessories shall be suitably labelled and packed. Each of the package shall be
marked on three sides with indelible paint of proper quality: indicating contract number and date,
brief description of goods including quantity, Packing list reference number, country of origin of
goods and any other relevant details.

8. Spare Parts: Seller shall provide materials, information etc. pertaining to spare parts
manufactured and supplied by the OEM. It shall be ensured that the required spares are available
for purchase at least for 10 years from date of supplies. In case due to any reasons the production
of the spare parts is discontinued sufficient advance notice should be given to the buyer/consignee
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before such discontinuation to provide adequate time to purchase the required spare parts etc.
Further, OEM and their service centres/dealers shall carry sufficient inventories to assure ex-stock
supply of consumables and spares for the equipments so that the same are available.                     
                                                    OEM or reseller shall always accord most favoured client status
to the buyer/consignee and shall give the most competitive price for spares and consumables of its
machines/equipments supplied.

9. Installation, Training, Manuals: Seller shall be responsible to carry out Installation &
commissioning, Supervision and Demonstration of the goods. They shall provide required jigs and
tools for assembly, minor civil works for the completion of the installation and Training of
Consignee's representatives for operating and maintaining the equipment and supplying required
number of operation & maintenance manual for the goods. In case the category parameters are
specifying any requirements regarding the installations, training and manuals the same shall also
be applicable.

10. Electrical safety checking: Sellers are required to make sure that they furnish the list of
equipments for carrying out routine and preventive maintenance to buyer/consignee .They should
make sure to periodically check the electrical safety aspects as per BIS Safety Standards or
equivalent .In case they do not have required equipment for such testing should ensure that the
equipments checked for electrical safety compliance through labs with facilities for such checking
during every preventive maintenance call.

11. Software: All software updates should be provided free of cost during warranty period.
12. Any other Terms and Conditions which is not included or at variance with the conditions specified in

STC/GTC, may be added by the buyer through Additional Terms and Conditions in the bid to ensure
items are procured from authentic/validated source with appropriate and applicable quality. The
above terms and conditions are in reverse order of precedence i.e. ATC shall supersede specific STC
which shall supersede General Terms and Conditions (“GTC”), whenever there are any conflicting
provisions.

Buyer Added Bid Specific Terms and Conditions/ े ताे ता  ाराारा  जोड़जोड़   गईगई  बडबड  कक   वशेषवशेष  शतशत

1. Generic

OPTION CLAUSE: The Purchaser reserves the right to increase or decrease the quantity to be ordered up
to 25 percent of bid quantity at the time of placement of contract. The purchaser also reserves the right to
increase the ordered quantity by up to 25% of the contracted  quantity during the currency of the
contract at the contracted rates. Bidders are bound to accept the orders accordingly.

2. Service & Support

Availability of Service Centres: Bidder/OEM must have a Functional Service Centre in the State of each
Consignee's Location in case of carry-in warranty. (Not applicable in case of goods having on-site
warranty). If service center is not already there at the time of bidding, successful bidder / OEM shall have
to establish one within 30 days of award of contract. Payment shall be released only after submission of
documentary evidence of having Functional Service Centre.

3. Turnover

Bidder Turn Over Criteria: The minimum average annual financial turnover of the bidder during the last
three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the
relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
bidder is less than 3 year old, the average turnover in respect of the completed financial years after the
date of constitution shall be taken into account for this criteria.

4. Forms of EMD and PBG

Bidders can also submit the EMD with Account Payee Demand Draft in favour of

DIRECTOR, SCTIMST
payable at
THIRUVANANTHAPURAM
.
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Bidder has to upload scanned copy / proof of the DD along with bid and has to ensure delivery of hardcopy
to the Buyer within 5 days of Bid End date / Bid Opening date.

5. Forms of EMD and PBG

Bidders can also submit the EMD with Fixed Deposit Receipt made out or pledged in the name of A/C
(Name of the Buyer). The bank should certify on it that the deposit can be withdrawn only on the demand
or with the sanction of the pledgee. For release of EMD, the FDR will be released in the favour of the
bidder by the Buyer after making endorsement on the back of the FDR duly signed and stamped along
with covering letter. Bidder has to upload scanned copy/ proof of the FDR along with bid and has to ensure
delivery of hardcopy to the Buyer within 5 days of Bid End date/ Bid Opening date

6. Generic

Bidder financial standing: The bidder should not be under liquidation, court receivership or similar
proceedings, should not be bankrupt. Bidder to upload undertaking to this effect with bid.

7. Generic

Bidders shall quote only those products (Part of Service delivery) in the bid which are not obsolete in the
market and has at least 7 years residual market life i.e. the offered product shall not be declared end-of-
life by the OEM before this period.

8. Certificates

Bidder's offer is liable to be rejected if they don't upload any of the certificates / documents sought in the
Bid document, ATC and Corrigendum if any.

9. Generic

Bidders are advised to check applicable GST on their own before quoting. Buyer will not take any
responsibility in this regards. GST reimbursement will be as per actuals or as per applicable rates
(whichever is lower), subject to the maximum of quoted GST %.

10. Service & Support

Dedicated /toll Free Telephone No. for Service Support : BIDDER/OEM  must have  Dedicated/toll Free
Telephone No. for Service Support.

11. Service & Support

Escalation Matrix For Service Support : Bidder/OEM must provide  Escalation Matrix of Telephone Numbers
for Service Support.

12. Generic

Data Sheet of the product(s) offered in the bid, are to be uploaded along with the bid documents. Buyers
can match and verify the Data Sheet with the product specifications offered. In case of any unexplained
mismatch of technical parameters, the bid is liable for rejection.

13. Generic

Experience Criteria: The Bidder or its OEM {themselves or through reseller(s)} should have regularly,
manufactured and supplied same or similar Category Products to any Central / State Govt Organization /
PSU / Public Listed Company for 3 years before the bid opening date. Copies of relevant contracts to be
submitted along with bid in support of having supplied some quantity during each of the year. In case of
bunch bids, the primary product having highest value should meet this criterion.

14. Generic

Installation, Commissioning, Testing, Configuration, Training (if any - which ever is applicable as per scope
of supply) is to be carried out by OEM / OEM Certified resource or OEM authorised Reseller.
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15. Generic

Manufacturer Authorization:Wherever Authorised Distributors/service providers are submitting the
bid, Authorisation Form /Certificate with OEM/Original Service Provider details such as name, designation,
address, e-mail Id and Phone No. required to be furnished along with the bid

16. Financial Criteria

NET WORTH: Net Worth of the OEM should be positive as per the last audited financial statement.

17. Turnover

OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in
the bid document. Documentary evidence in the form of certified Audited Balance Sheets of relevant
periods or a certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for
the relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
OEM is less than 3 year old, the average turnover in respect of the completed financial years after the
date of constitution shall be taken into account for this criteria. In case of bunch bids, the OEM of
CATEGORY RELATED TO primary product having highest bid value should meet this criterion.

18. Past Project Experience

Proof for Past Experience and Project Experience clause: For fulfilling the experience criteria any
one of the following documents may be considered as valid proof for meeting the experience criteria:a.
Contract copy along with Invoice(s) with self-certification by the bidder that service/supplies against the
invoices have been executed.b. Execution certificate by client with contract value.c. Any other document
in support of contract execution like Third Party Inspection release note, etc.Proof for Past Experience and
Project Experience clause: For fulfilling the experience criteria any one of the following documents may be
considered as valid proof for meeting the experience criteria:a. Contract copy along with Invoice(s) with
self-certification by the bidder that service/supplies against the invoices have been executed.b. Execution
certificate by client with contract value.c. Any other document in support of contract execution like Third
Party Inspection release note, etc.

19. Scope of Supply

Scope of supply (Bid price to include all cost components) : Supply Installation Testing Commissioning of
Goods and Training of operators and providing Statutory Clearances required (if any)

20. Forms of EMD and PBG

Successful Bidder can submit the Performance Security in the form of Fixed Deposit Receipt also (besides
PBG which is allowed as per GeM GTC). FDR should be made out or pledged in the name of

DIRECTOR, SCTIMST
A/C (Name of the Seller). The bank should certify on it that the deposit can be withdrawn only on the
demand or with the sanction of the pledgee. For release of Security Deposit, the FDR will be released in
favour of bidder by the Buyer after making endorsement on the back of the FDR duly signed and stamped
along with covering letter. Successful Bidder has to upload scanned copy of the FDR document in place of
PBG and has to ensure delivery of hard copy of Original FDR to the Buyer within 15 days of award of
contract.

21. Forms of EMD and PBG

Successful Bidder can submit the Performance Security in the form of Account Payee Demand Draft also
(besides PBG which is allowed as per GeM GTC). DD should be made in favour of

DIRECTOR, SCTIMST
payable at
THIRUVANANTHAPURAM
. After award of contract, Successful Bidder can upload scanned copy of the DD in place of PBG and has to
ensure delivery of hard copy to the original DD to the Buyer within 15 days of award of contract.

22. Warranty
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Successful bidder will have to ensure that adequate number of dedicated technical service personals /
engineers are designated / deployed for attending to the Service Request in a time bound manner and for
ensuring Timely Servicing / rectification of defects during warranty period, as per Service level agreement
indicated in the relevant clause of the bid.

23. Generic

Scope of supply includes Training: Number of employees to be trained

5
, Place for Training
SCTIMST
and Duration of training
7
days.

24. Generic

Supplier shall ensure that the Invoice is raised in the name of Consignee with GSTIN of Consignee only.

25. Past Project Experience

The Bidder / OEM {themselves or through reseller(s)}, should have executed project for supply and
installation / commissioning of same or similar Category Products during preceding 3 financial years (i.e.
current year and three previous financial years) as on opening of bid, as per following criteria:
 
(i) Single order of at least 35% of estimated bid value; or
(ii) Two orders of at least 20% each of estimated bid value; or
(iii) Three orders of at least 15% each of estimated bid value.
Satisfactory Performance certificate issued by respective Buyer Organization for the above Orders should
be uploaded with bid. In case of bunch bids, the Category related to primary product having highest bid
value should meet this criterion

26. Generic

1. The Seller shall not assign the Contract in whole or part without obtaining the prior written consent of
buyer.
2. The Seller shall not sub-contract the Contract in whole or part to any entity without obtaining the prior
written consent of buyer.
3. The Seller shall, notwithstanding the consent and assignment/sub-contract, remain jointly and severally
liable and responsible to buyer together with the assignee/ sub-contractor, for and in respect of the due
performance of the Contract and the Sellers obligations there under.

27. Generic

Without prejudice to Buyer’s right to price adjustment by way of discount or any other right or remedy
available to Buyer, Buyer may terminate the Contract or any part thereof by a written notice to the Seller,
if:
i) The Seller fails to comply with any material term of the Contract.
ii) The Seller informs Buyer of its inability to deliver the Material(s) or any part thereof within the
stipulated Delivery Period or such inability otherwise becomes apparent.
iii) The Seller fails to deliver the Material(s) or any part thereof within the stipulated Delivery Period
and/or to replace/rectify any rejected or defective Material(s) promptly.
iv) The Seller becomes bankrupt or goes into liquidation.
v) The Seller makes a general assignment for the benefit of creditors.
vi) A receiver is appointed for any substantial property owned by the Seller.
vii) The Seller has misrepresented to Buyer, acting on which misrepresentation Buyer has placed the
Purchase Order on the Seller.

28. Generic

While generating invoice in GeM portal, the seller must upload scanned copy of GST invoice and the
screenshot of GST portal confirming payment of GST.
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29. Buyer Added Bid Specific ATC

Buyer Added text based ATC clauses

A

Bidders are advised to quote prices as per technical specification. However detailed breakup of quoted 
prices should be provided in Price Format – A   uploaded in the prescribed place (Financial Document R
equired) on online GeM portal. The prices quoted in the prescribed field on GeM portal will be considere
d for ranking purpose. Total price quoted in Price Format – A must match with the price quoted in GeM 
portal.

B

The Bidders are advised to quote price of Spare parts, Consumables in the attached format “B” and 
“C” accordingly and uploaded the same in the prescribed place (Financial Document Required) on onli
ne GeM portal.  The equipment should be supported with spares for a minimum period of 10 years after
successful installation and commissioning.” All the spares and consumables required for the equipment
should be made available through GeM throughout the agreed supporting period”.

C

The two years warranty sought for is OEM/bidder free warranty without any additional cost towards ext
ended warranty to fulfil the tender condition. The charges, if any, claimed by the bidder towards warra
nty in this regard and included in the product cost in Price Format –A  should be mentioned in the pric
e format D also, and uploaded the same in the prescribed place (Financial Document Required). This 
warranty charges shall not be considered for calculating actual CAMC value to be payable after warrant
y period. Where the total cost does not include such warranty charges, the bidder shall submit a declar
ation- "Certify that the Equipment/accessories quoted in the bid is having OEM/bidder free warranty of t
wo years and the total cost quoted in the bid does not include any warranty charges to fulfil the tender 
condition of two year warranty". This declaration shall be furnished along with the Technical bid in for
mat H. False declaration may lead to rejection of bid. In the case of agents quoting on behalf of their fo
reign principal, proforma invoice from the OEM (Foreign principal company) indicating the nature of aft
er sale service including warranty condition and commission payable to the Indian agent shall be furnis
hed along with the price bid.

D

As per the Institutes general policy, the maximum CAMC charges after warranty period will be 5% of th
e cost of the equipment. However the bidders can quote CAMC charges in the range of 3 to 10 % of the 
cost of equipment, depending on the nature of equipment to be maintained. The CAMC charges shall b
e quoted in percentage rate in GeM bid and escalation in CAMC charges shall be allowed at maximum 5
% after every three years of CAMC. This CAMC charges at Net Present Value shall be taken into accoun
t for arriving the lowest responsive bidder.  The actual CAMC value to be payable after warranty period 
shall be separately worked out based on the "Cost of the equipment for CAMC calculation” and shall be
furnished in “Format –E” and uploaded the same in the prescribed place (Financial Document Require
d). The year wise rate percentage of CAMC quoted in the bid for L1 evaluation should be used for calcul
ating the actual CAMC value. The “cost of the equipment for CAMC calculation” shall not include additio
nal warranty cost (if any), cost towards Installation, Commissioning and Testing (in addition to the origi
nal equipment cost of the OEM), cost of transportation, including import customs duty,  Agency commis
sion, any specific excluded items from CAMC as per the tender condition and GST included in the produ
ct cost quoted. The cost of the equipment for CAMC calculation shall be mandatorily furnished
in format D.

E

The warranty and CAMC condition as given above should be applicable for the third party items, if any s
upplied.  The successful bidder shall furnish the agreement executed in this regard with the third parti
es as and when called for.  The genuineness of price quoted for the equipment / accessories are very i
mportant and this price shall not be loaded with any other cost.  A declaration in this regards shall be f
urnished along with technical bid in format H

F

The successful bidder shall enter into CAMC  3 (three) months prior to the completion of warranty perio
d. The CAMC will commence after the date of expiry of warranty period from the date specified in the w
ork order and as per the terms and conditions issued in this regard, which will be treated as the first ye
ar of CAMC. This tender will form part of the CAMC work order.
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Penalty clause:

 1.     Delay in Delivery:

If the supplier fails to deliver or install/commission any or all of the goods or fails to perform th
e services within the time frame(s) incorporated in the Purchase Order, the Purchaser shall, without pre
judice to other rights and remedies available to the Purchaser  under the contract, deduct from the con
tract price, as liquidated damages, a sum equivalent to 0.5% per week of delay or part thereof on delay
ed supply of goods, installation, commissioning  and/or services until actual delivery or performance su
bject to a maximum of 10% of the contract price. Once the maximum is reached Purchaser may consid
er termination of the contract . 

 If any delay by the supplier in maintaining its contractual obligations towards delivery of   goods and p
erformance of services shall render the supplier liable to any or all of the following sanctions:

                         I.        Imposition of liquidated damages,

                        II.        Forfeiture of its Performance Security and
                       III.        Termination of the Contract for default
2.      Performance (during Warranty period)

Supplier should ensure uninterrupted service delivery of the equipment or product during the 
warranty period. In this regard following conditions also may be noted:

   I.                    In case of failure of equipment or its components, breakdown call has to be attended
within 48 hours of intimation.

    II.                The defect should be rectified within two days after the call is attended, failing which repl
acement or standby equipment should be provided for uninterrupted services.

    III.             In case of non-adherence to clause (a) or (b) above, downtime penalty will be realised a s
um equivalent either the  repairing charges met by the Institute to set right the equip
ment or 0.5 percent per day of cost of the equipment, whichever is higher, from the d
ate of report of breakdown by way of deductions from SD/Performance Bank Guarante
e.

                    IV.        The time spent on the repair work will be added to the warranty period of the equi
pment.

 3.      Performance (during CMC/AMC period):

          i. Uptime means 95 percent of total days in a year during which the equipment remains function
al.

                             II.        Down time means any shortage in achieving the up-time

                            III.        Down time penalty will be levied as per following terms and condition:

                            IV.        In the case of CMC, it shall be the responsibility of the service provider to set r
ight the equipment and avoid down time. Down time penalty will be imposed @ 0.
5 percent of contract value per day from the service provider.

                             V.        In case auxiliary units/components attached to the main equipment undergoe
s failure and the main equipment provides uninterrupted services, down time pen
alty will be imposed @ 0.1 percent of contract value per day per auxiliary unit fro
m the service provider.

                            VI.        Service provider should ensure rectification of defect of equipment within a re
asonable period in the case of Labour Annual Maintenance Contract. In case brea
k down is not attended within 48 hours of intimation, down time penalty will be im
posed @ 0.5 percent per day of contract value from the service provider.
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H

Restrictions under Rule 144 (xi) of GFR 2017 - Any bidder from a country which shares a land border wit
h India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority 
(i.e Registration Committee constituted by Department for Promotion of Industry and Internal Trade
(DPIIT)). The bidder should furnish a declaration to this effect along with bid documents as shown belo
w.

                  "I have read the clause regarding restrictions on procurement from a bidder of a country whi
ch shares a land border with India; I certify that this bidder is not from such a country or, if from su
ch a country, has been registered with the Competent Authority, I hereby certify that this bidder fu
lfills all requirements in this regard and is eligible to be considered. [Where applicable, evidence of 
valid registration by the Competent Authority shall be attached]"

I

Qualification criteria

The bidder must be a manufacturer or their authorized agents having a place of business in any state o
f India are eligible to participate in this bid. The bidders should submit “Manufacturer’s Authorization
Form” for each items quoted and shall be submitted along with technical bid, as per the format enclose
d in the bid document (Format “F”).

 MII declaration should be furnished in the attached format along with bid document “Format G”.  The
declaration shall be certified by the statutory auditor or cost auditor.

J
Bidders may please be read as uptime warranty as 95 % instead of 98 % as per bid terms and condition
s.

K

SCTIMST reserves the right to ask for a free demonstration of the quoted equipment/ items after giving
reasonable time to the bidder at a pre-determined place acceptable to the purchaser or at a site (in ca
se of non-portable and heavy equipment) for evaluating the technical compatibility as per the bidding d
ocument specifications, professionalism and quality of work of the bidder for technically qualifying for o
pening the Price Bid. SCTIMST reserves the right to accept/ reject the bid based on the product/ site ev
aluation as stated above.

L

List of documents to be attached along with bid.

Technical Bid      -              Format F, G and H

Price bid            -              Format A, B, C, D and E

 

M.  The additional terms and conditions (ATC) to be included

 

M.1. The system must be latest and state of the art with fully digital technology equipment to inco
rporate the facility of 2D, M-MODE, CDI, PW DOPPLER, cw doppler, power doppler, directional 
power angio, real time 3-d(4-d) elastography imaging ,USG contrast imaging and fusion imagi
ng .

M.2. System should have dynamic range of 200db or more.
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M.3. System should be offered with a 2d frame rate of at least 1200 or more frames/second

M.4. Advanced measurements & calculation package for abdominal, small parts, urology, vascular 
and intracavitary intervention applications should be available.              

M.5. System should have THI & should be able to work in combined mode of harmonic imaging an
d real time compound imaging to get excellent image quality.

 

M.6. The system should be  provided with  contrast harmonic imaging and should have optimizatio
n settings to detect the contrast agents.

M.7. Automatic real time & frozen tracing of instantaneous peak velocity & instantaneous mean ve
locity (or frequency) should be available. Triplex imaging should be standard on the system.  
      

M.8. Should be offered with speckle reduction imaging/artifact reduction technology.

M.9. System should be offered with a 19 inch or more high-resolution flat panel medical grade dis
play monitor with facility for position adjustments.

M.10. System should have at-least four universal active probe ports with electronic switching facilit
y from key board without probe adapter.

M.11. Operating modes B-mode, M-mode, Doppler mode, color flow, shear wave elastography flow i
maging, Power doppler, contrast imaging, b/color flow, power  doppler, real time 3D( 4-Dimag
ing) should be there                       

M.12. Image storage facility on inbuilt hard disc or MOD/CD/CD-RW facility should be available. Inbu
ilt hard disk or external storage with minimum capacity of 1 TB (SSD)or more and has connec
tivity and integration to existing hospital PACs system.System should have extensive image 
management capability including thumb nail review, cineloop editing etc.                               

M.13. Cine loop as well as cine scroll facility in b mode with storage of 10,000 or more images shoul
d be available.  

M.14. Should have real time compound imaging technology with multiple (five or more) transmitted
lines of sight in convex, linear and endocavitary probes.

M.15. System should be capable of scanning up to depth of 30cm or more real-time combination of 
CT and MRI fusion imaging with DICOM compactable interface.  

M.16. The system should be DICOM 3.0 (or higher version) compatible and enabled  to  send, receiv
e, print, record on CD/CD, acknowledge etc.) For connectivity to any network, pc/computer et
c. In DICOM format. Vendor will connect the machine to existing PACS with no extra cost.

M.17. The system should be DICOM compatible and enabled , should have capability of HIS and RIS 
connectivity and provide advanced DICOM connectivity to an enterprise data management sy
stem or PACS with advanced DICOM features: DICOM store, modality work list, performed pro
cedure step and structured reporting. (please specify the advance DICOM features available o
n the quoted system.)      
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M.18. The system should have panoramic imaging and extended field of view imaging.

M.19. The system should be quoted along with shear wave elastography imaging as standard

M.20. USG Monitor display of medical grade

M.21. The machine should have echo probe with facilities for cardiac echo analysis

 

N. System should be offered with the following transducers

N.1. 2–6 MHZ or better broadband convex transducer for general imaging, abdomen, renal imagin
g with capabilities of CEUS and shear wave elastography (with biopsy attachment).  

N.2. 3-9 MHZ linear probe with shear wave elastography

N.3. 5–17 MHZ or better linear array transducer for vascular, breast, musculoskeletal, small parts i
maging.  

N.4. 4–9 MHZ or better broadband endocavitary transducer with FOV of 135 degrees or more with 
CEUS and   elastography capabilities.

N.5. Micro convex pediatric probe 3-8 MHZ.

N.6. Adult transcranial doppler probe(2MHZ)      

N.7. Cardiac echo probe(2-12 MHZ)

 

O. Upgrading requirements                                     

 Continuous free, comprehensive software updates   (compatible with the existing platform)  and upgrades
compatible with the existing hardware should be given for 10 years of installation

P. Accessories:           

P.1. Institute UPS supply will be provided.

P.2. Reporting console with monitor- of medical grade with 19 inch and  FULLHD/4K  COLOUR scre
en with CPU

P.3. PCPNDT certification to be initiated obtained by the vendor
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30. Buyer Added Bid Specific ATC

Buyer uploaded ATC document Click here to view the file .

Disclaimer/अ वीकरणअ वीकरण

The additional terms and conditions have been incorporated by the Buyer after approval of the Competent
Authority in Buyer Organization, whereby Buyer organization is solely responsible for the impact of these clauses
on the bidding process, its outcome, and consequences thereof including any eccentricity / restriction arising in
the bidding process due to these ATCs and due to modification of technical specifications and / or terms and
conditions governing the bid. Any clause(s) incorporated by the Buyer regarding following shall be treated as
null and void and would not be considered as part of bid:-

1. Definition of Class I and Class II suppliers in the bid not in line with the extant Order / Office Memorandum
issued by DPIIT in this regard.

2. Seeking EMD submission from bidder(s), including via Additional Terms & Conditions, in contravention to
exemption provided to such sellers under GeM GTC.

3. Publishing Custom / BOQ bids for items for which regular GeM categories are available without any
Category item bunched with it.

4. Creating BoQ bid for single item.
5. Mentioning specific Brand or Make or Model or Manufacturer or Dealer name.
6. Mandating submission of documents in physical form as a pre-requisite to qualify bidders.
7. Floating / creation of work contracts as Custom Bids in Services.
8. Seeking sample with bid or approval of samples during bid evaluation process.
9. Mandating foreign / international certifications even in case of existence of Indian Standards without

specifying equivalent Indian Certification / standards.
10. Seeking experience from specific organization / department / institute only or from foreign / export

experience.
11. Creating bid for items from irrelevant categories.
12. Incorporating any clause against the MSME policy and Preference to Make in India Policy.
13. Reference of conditions published on any external site or reference to external documents/clauses.
14. Asking for any Tender fee / Bid Participation fee / Auction fee in case of Bids / Forward Auction, as the

case may be.

Further, if any seller has any objection/grievance against these additional clauses or otherwise on any aspect of
this bid, they can raise their representation against the same by using the Representation window provided in
the bid details field in Seller dashboard after logging in as a seller within 4 days of bid publication on GeM. Buyer
is duty bound to reply to all such representations and would not be allowed to open bids if he fails to reply to
such representations.

Additional Clause For Comprehensive Maintenance Charges
1.CMC shall include preventive maintenance including calibration as per technical/ service /operational manual of
the manufacturer, service charges and spares, after satisfactory completion of Warranty. During the CMC period
commencing from date of the successful completion of warranty period, Service personnel shall visit each
consignee site as recommended in the manufacturer’s technical/ service /operational manual, at least once in six
months or as per user requirement. Cost of consumables shall not be included in CMC.Further there will be 98%
uptime warranty during CMC period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period
by double the downtime period. 
2.CMC charges to be indicated as percentage of cost of equipment quoted for each year after the warranty
period. 
3.GST shall be included in the CMC Charges quoted. 
4.Cost of CMC will be added for Ranking/Evaluation purpose with depreciation formula.A 10% discounting rate
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per year shall be applied on CMC Charges for price evaluation on Net Present Value. 
5.The payment of CMC will be made on quarterly basis after satisfactory completion of said period, duly certified
by end user. 
6.While creating a bid or RA, buyers shall indicate whether CMC is required against Yes/No” options. If CMC
Charges are included, an option for number of years for CMC required after the warranty period shall be
available.Under this option up to 10 years can be chosen for CMC charges beyond warranty period. 
7.In case the bid has a provision for CMC, the warranty of the product will also be deemed to have been
converted into Comprehensive warranty including preventive maintenance and calibration as per technical/
service /operational manual of the manufacturer, service charges and spares, during the Warranty Period also.
Sellers are therefore advised to include the cost of Comprehensive Warranty including spares (excluding
consumables) also in product Cost. 
8.The CMC functionality shall be available in bid only and no direct RA shall be applicable.In case of bid to R/A
decrement rules shall be applicable on total price inclusive of CMC charges. Bunching of products shall not be
available while creating bids with CMC charges.

8.1.Buyer shall indicate number of years of warranty by selecting different options available in the field
depending on warranty parameter applicable in category parameters for the equipment. No. of years of
warranty indicated here shall supersede the warranty period indicated elsewhere in bid or product
specifications. The Seller while participating in Bid/RA will get fields to indicate CMC charges as
percentage depending on number of years of CMC selected by Buyer. The following shall be applicable, if
5 year CMC selected:

CMC charges for 1st year after warranty period– Percentage to be indicated- A1
CMC charges for 2nd year after warranty period– Percentage to be indicated- A2
CMC charges for 3rd year after warranty period – Percentage to be indicated- A3
CMC charges for 4th year after warranty period – Percentage to be indicated- A4
CMC charges for 5th year after warranty period – Percentage to be indicated- A5

Similarly, A6 to A10 are to be indicated for 6th to 10th year of CMC if applicable.
8.2.The calculation of CMC Charges shall take into account the number of years of warranty and duration
of CMC as specified while creating bid.
8.3.In the price evaluation, the system shall provide function to calculate the cost of each equipment by
formula indicated below includingCMC and then show the inter-se-ranking of the bidders. The following are
the variables

(i) Number of years for which CMC required.
(ii) Number of years of product warranty

The formula for calculating total cost including CMC charges shall be as under: 
Total Cost for evaluation= 
C+C*{(A1/100)/(1.10^n)+(A2/100)/(1.10^n+1)+(A3/100)/(1.10^n+2)+(A4/100)/(1.10^n+3)+
(A5/100)/(1.10^n+4)} and so on 
C – Cost for equipment quoted and n shall be number of years of product warranty specified. 
If 2 year warranty specified, n shall be2 and if 5 year warranty specified, n shall be 5. A1,A2, A3, A4&
A5shall depend on how many years CMC selected. For3 yearCMC, only A1,A2 and A3 factors are to be
taken into account and A4 and A5 will not be applicable.
8.4.CMC charges offered for each subsequent year should be same or higher than preceding year.
8.5.The CMC charges shall be offered within range of 3 to 10% of cost of equipment.

9.Since CMC charges are to be paid only later for each year during CMC period,applicable performance
guarantee amount after placement of contract shall be based on the cost of equipment excluding the cost of
CMC Charges. 
10.Performance bank guarantee applicable for CMC is to be submitted at start of the CMC and shall be applicable
between 2.5% to 10% as specified in bid on total CMC Charges.The PBG submitted after award of contract shall
be released only after new PBG for the CMC period is submitted and accepted by buyer/consignee after due
verification.Bank guarantee for CMC is to remain valid till completion of CMC period plus one year. The bank
guarantee for CMC shall be submitted to buyer directly. In case, seller fails to submit the PBG or does not provide
services for the CMC contract after expiry of warranty period then PBG of equipment shall be forfeited. 
11.In case of splitting of order quantity, equipment cost and CMC charges offered by L1 bidder shall be matched
by higher quoting eligible bidders on one-to-one basis.The equipment cost and CMC charges (year to year) shall
be matched individually. 
12.The CMC Contract shall be an offline contract to be handled by buyer.The payment of CMC will be made on
quarterly basis after satisfactory completion of said period, duly certified by end user and scope of CMC will be as
per para 1 above. 
13.CMC Charges are inclusive of all the charges for Transportation, Lodging, Boarding, all insurances including
third party insurance and all other incidental charges. The same shall include GST. The prices also include cost of
spares and damaged parts. Purchaser does not have any liability, whatsoever, over and above the cost of CMC. It
also includes for arranging hand tools & tackles, special tools etc. required to carry out the work.
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This Bid is also governed by the General Terms and Conditions/ यह बड सामा य शत  के अतंगत भी शािसत है

In terms of GeM GTC clause 26 regarding Restrictions on procurement from a bidder of a country which shares a land border with India, any bidder from a country which
shares a land border with India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority. While participating in bid, Bidder has to
undertake compliance of this and any false declaration and non-compliance of this would be a ground for immediate termination of the contract and further legal action

in accordance with the laws./जेम क  सामा य शत  के खंड 26 के संदभ म भारत के साथ भूिम सीमा साझा करने वाले देश के बडर से खर द
पर ितबंध के संबंध म भारत के साथ भूिम सीमा साझा करने वाले देश का कोई भी बडर इस िन वदा म बड देने के िलए तभी पा  होगा
जब वह बड देने वाला स म ािधकार  के पास पंजीकृत हो। बड म भाग लेते समय बडर को इसका अनुपालन करना होगा और कोई भी
गलत घोषणा कए जाने व इसका अनुपालन न करने पर अनुबंध को त काल समा  करने और कानून के अनुसार आगे क  कानूनी कारवाई
का आधार होगा।

---Thank You/ध यवादध यवाद---
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