
Bid Details/ बडबड  ववरणववरण

Bid End Date/Time/ बडबड  बंदबंद  होनेहोने  कक   तार खतार ख//समयसमय 21-07-2023 17:00:00

Bid Opening Date/Time/ बडबड  खुलनेखुलने  कक
तार खतार ख//समयसमय 21-07-2023 17:30:00

Bid Offer Validity (From End Date)/ बडबड  पेशकशपेशकश
वैधतावैधता ( (बंदबंद  होनेहोने  कक   तार खतार ख  सेसे)) 180 (Days)

Ministry/State Name/मं ालयमं ालय//रा यरा य  काका  नामनाम Ministry Of Science And Technology

Department Name/ वभागवभाग  काका  नामनाम Department Of Science And Technology (dst)

Organisation Name/संगठनसंगठन  काका  नामनाम Sree Chitra Tirunal Institute For Medical Sciences And
Technology (sctimst)

Office Name/कायालयकायालय  काका  नामनाम Thiruvananthapuram

Total Quantity/कुलकुल  मा ामा ा 1

Item Category/मदमद  केटेगरकेटेगर Electro Cautery Machine (Q2)

MSE Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  एमएसईएमएसई  छूटछूट//  and
Turnover//टनओवरटनओवर  केके  िलएिलए  एमएसईएमएसई  कोको  छूटछूट  ाा   हैहै

Yes

Startup Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  टाटअपटाटअप  छूटछूट//  and
Turnover/ / टनओवरटनओवर  केके  िलएिलए  टाटअपटाटअप  कोको  छूटछूट  ाा   हैहै

Yes

Document required from seller/ व े ताव े ता  सेसे  मांगेमांगे
गएगए  द तावेज़द तावेज़

Certificate (Requested in ATC),OEM Authorization
Certificate,Additional Doc 1 (Requested in ATC),Additional
Doc 2 (Requested in ATC),Compliance of BoQ specification
and supporting document
*In case any bidder is seeking exemption from Experience /
Turnover Criteria, the supporting documents to prove his
eligibility for exemption must be uploaded for evaluation by
the buyer

Bid to RA enabled/ बडबड  सेसे  रवसरवस  नीलामीनीलामी  स यस य  कयाकया No

Comprehensive Maintenance Charges
Required Yes

Type of Bid/ बडबड  काका  कारकार Two Packet Bid

Time allowed for Technical Clarifications
during technical evaluation/तकनीकतकनीक   मू यांकनमू यांकन  केके
दौरानदौरान  तकनीकतकनीक   प ीकरणप ीकरण  हेतुहेतु  अनुमतअनुमत  समयसमय

3 Days

 

Bid Number/बोली मांक ( बड सं या):
GEM/2023/B/3655306

Dated/ दनांक : 10-07-2023

Bid Document/  बडबड  द तावेज़द तावेज़
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Inspection Required (By Empanelled
Inspection Authority / Agencies pre-
registered with GeM)

No

Estimated Bid Value/अनुमािनतअनुमािनत  बडबड  मू यमू य 500000

Evaluation Method/मू यांकनमू यांकन  प ितप ित Total value wise evaluation

Bid Details/ बडबड  ववरणववरण

EMD Detail/ईएमडईएमड   ववरणववरण

Required/आव यकता No

ePBG Detail/ईपीबीजीईपीबीजी  ववरणववरण

Required/आव यकता No

Splitting/ वभाजनवभाजन

Bid splitting not applied/बोली वभाजन लागू नह ं कया गया.

MII Purchase Preference/एमआईआईएमआईआई  खर दखर द  वर यतावर यता

MII Purchase Preference/एमआईआई खर द वर यता Yes

MSE Purchase Preference/एमएसईएमएसई  खर दखर द  वर यतावर यता

MSE Purchase Preference/एमएसई खर द वर यता Yes

1. If the bidder is a Micro or Small Enterprise as per latest definitions under MSME rules, the bidder shall be
exempted from the requirement of "Bidder Turnover" criteria and "Experience Criteria" subject to meeting of
quality and technical specifications. If the bidder is OEM of the offered products, it would be exempted from the
"OEM Average Turnover" criteria also subject to meeting of quality and technical specifications. In case any
bidder is seeking exemption from Turnover / Experience Criteria, the supporting documents to prove his eligibility
for exemption must be uploaded for evaluation by the buyer.
2. If the bidder is a Startup, the bidder shall be exempted from the requirement of "Bidder Turnover" criteria and
"Experience Criteria" subject to their meeting of quality and technical specifications. If the bidder is OEM of the
offered products, it would be exempted from the "OEM Average Turnover" criteria also subject to meeting of
quality and technical specifications. In case any bidder is seeking exemption from Turnover / Experience Criteria,
the supporting documents to prove his eligibility for exemption must be uploaded for evaluation by the buyer. 
3. Preference to Make In India products (For bids < 200 Crore):Preference shall be given to Class 1 local supplier
as defined in public procurement (Preference to Make in India), Order 2017 as amended from time to time and its
subsequent Orders/Notifications issued by concerned Nodal Ministry for specific Goods/Products. The minimum
local content to qualify as a Class 1 local supplier is denoted in the bid document. If the bidder wants to avail the
Purchase preference, the bidder must upload a certificate from the OEM regarding the percentage of the local
content and the details of locations at which the local value addition is made along with their bid, failing which
no purchase preference shall be granted. In case the bid value is more than Rs 10 Crore, the declaration relating
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to percentage of local content shall be certified by the statutory auditor or cost auditor, if the OEM is a company
and by a practicing cost accountant or a chartered accountant for OEMs other than companies as per the Public
Procurement (preference to Make-in -India) order 2017 dated 04.06.2020. Only Class-I and Class-II Local suppliers
as per MII order dated 4.6.2020 will be eligible to bid. Non - Local suppliers as per MII order dated 04.06.2020 are
not eligible to participate. However, eligible micro and small enterprises will be allowed to participate .In case
Buyer has selected Purchase preference to Micro and Small Enterprises clause in the bid, the same will get
precedence over this clause. 
4. Purchase preference to Micro and Small Enterprises (MSEs): Purchase preference will be given to MSEs as
defined in Public Procurement Policy for Micro and Small Enterprises (MSEs) Order, 2012 dated 23.03.2012 issued
by Ministry of Micro, Small and Medium Enterprises and its subsequent Orders/Notifications issued by concerned
Ministry. If the bidder wants to avail the Purchase preference, the bidder must be the manufacturer of the offered
product in case of bid for supply of goods. Traders are excluded from the purview of Public Procurement Policy for
Micro and Small Enterprises. In respect of bid for Services, the bidder must be the Service provider of the offered
Service. Relevant documentary evidence in this regard shall be uploaded along with the bid in respect of the
offered product or service. If L-1 is not an MSE and MSE Seller (s) has/have quoted price within L-1+ 15%
(Selected by Buyer)of margin of purchase preference /price band defined in relevant policy, such Seller shall be
given opportunity to match L-1 price and contract will be awarded for 25%(selected by Buyer) percentage of
total QUANTITY. 
5. Estimated Bid Value indicated above is being declared solely for the purpose of guidance on EMD amount and
for determining the Eligibility Criteria related to Turn Over, Past Performance and Project / Past Experience etc.
This has no relevance or bearing on the price to be quoted by the bidders and is also not going to have any
impact on bid participation. Also this is not going to be used as a criteria in determining reasonableness of
quoted prices which would be determined by the buyer based on its own assessment of reasonableness and
based on competitive prices received in Bid / RA process. 

Electro Cautery Machine ( 1 pieces ) 

(Minimum 50% and 25% Local Content required for qualifying as Class 1 and Class 2 Local Supplier
respectively/ मशःमशः णेीणेी 1 औरऔर णेीणेी 2 केके थानीयथानीय आपूितकताआपूितकता केके पप मम अहताअहता ाा  करनेकरने केके िलएिलए आव यकआव यक)

Technical Specifications/तकनीकतकनीक   विश याँविश याँ  

* As per GeM Category Specification/जेम केटेगर  विश  के अनुसार

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य

Performance
Parameters

No of Bipolar modes
available

2

Bipolar current meter Yes

Power efficiency 98 or more than 98

Availibility of Advance
Cutting modes

For skin incision

Type of Display LCD

No of segments of display 3

Warranty (Option of
comprehensive warranty is
available through bidding
only, which if opted will
supersede normal warranty
in the catalogue)

5

Additional
Parameters

Availability of trolley with
lockable Castor wheel

No

Monopolar Foot Switch
supplied

1
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Bipolar Foot Switch 1

Hand Switching Pencil Single used

Number hand switching
pencil

10

Patient plate Single used

Number of patient plate 10

Bipolar forceps 1

Forceps cord 1

universal adaptor 1

Leep Electrodes Not supplied

Reports Availability of test report
from central govt/
NABL/ILAC accredited lab
covering all parameters

No

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य

Comprehensive Maintenance

Warranty of required product 3 Year

Comprehensive Maintenance Duration (Post
Warranty) 7 Year

*Warranty displayed under the AMC/CMC Details section will supersede the warranty displayed under the catalog
specfication

Consignees/Reporting Officer/परे षतीपरे षती// रपो टगरपो टग  अिधकारअिधकार   and/ तथातथा Quantity/मा ामा ा

S.No./ ..
सं.सं.

Consignee
Reporting/Officer/

परे षतीपरे षती// रपो टगरपो टग
अिधकारअिधकार

Address/पतापता Quantity/मा ामा ा Delivery Days/ डलीवरडलीवर  केके
दनदन

1 Shiju V S
695011,Sree Chitra Tirunal
Institute For Medical Science
and Technology,Medical
College PO, Trivandrum

1 45

Special terms and conditions-Version:5 effective from 18-11-2022 for category Electro Cautery
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Machine

1. 1. All Provisions of Drugs and Cosmetics Act, 1940 and Rules made there under as amended till date
will always be applicable. This will include all notifications issued by Central Drugs Standard Control
Organisation(CDSCO), Ministry of Health & Family Welfare (MoHFW) and Department of
Pharmaceuticals (DOP), Ministry of Chemicals & Fertilizers time to time in this regard.

2. The sellers are registered on GeM based on self-declaration of valid Drug License, product
certification, test reports etc. However, buyers must check and validate the details at their end for
all applicable licenses and certifications e.g., validity and authenticity/genuineness of drug license,
product certification, manufacturer certification/licenses, test reports etc.

3. The price offered by the seller shall not, in any case exceed the DPCO controlled price, if any, fixed
by the Central/State Government, the Maximum Retail Price (MRP) and the selling price. The seller
must reduce the prices if there is any reduction in DPCO ceiling price, if any.

4. Comprehensive warranty: Comprehensive warranty shall include preventive maintenance
including calibration as per technical/ service /operational manual of the manufacturer, service
charges and spares. During the warranty period commencing from date of the successful
completion of warranty period, Service personnel shall visit each consignee site as recommended in
the manufacturer's technical/ service /operational manual, at least once in six months. warranty
shall not be including the consumables. Further there will be 98% uptime warranty during warranty
period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend warranty period by double
the downtime period.

5. Service centres: Details of Service outlets in India to render services for equipment to be
furnished to buyer/consignees with complete address,telephone numbers, e mails etc at time of
making the supplies. It shall be the responsibility of seller to ensure that authorized service centres
are available to cater to the areas where supplies are made within reasonable distance from where
the service calls can be handled.Details of toll-free numbers for service call and online registration
of service requests also to be provided buyer/consignee at the time of supplies.

6. Source of supply: It shall be responsibility of seller to provide Documents regarding source of
equipments such as copy of Performa invoice or any other documents to establish that the products
supplied are manufactured by OEM indicated and sourced from them.

7. Packing and Marking: Medical equipments being very delicate and sensitive packing for the
goods should be strong and durable enough to withstand transit including transhipment (if any),
rough handling, open storage etc. without any damage, deterioration etc. .The size, weights and
volumes of the packing cases, remoteness of the final destination of the goods, availability or
otherwise of transport and handling facilities at all points during transit up to final destination,.
Quality of packing, the manner of marking within & outside the packages and provision of
accompanying documentation shall take into consideration the type of medical equipments being
supplied. The accessories shall be suitably labelled and packed. Each of the package shall be
marked on three sides with indelible paint of proper quality: indicating contract number and date,
brief description of goods including quantity, Packing list reference number, country of origin of
goods and any other relevant details.

8. Spare Parts: Seller shall provide materials, information etc. pertaining to spare parts
manufactured and supplied by the OEM. It shall be ensured that the required spares are available
for purchase at least for 10 years from date of supplies. In case due to any reasons the production
of the spare parts is discontinued sufficient advance notice should be given to the buyer/consignee
before such discontinuation to provide adequate time to purchase the required spare parts etc.
Further, OEM and their service centres/dealers shall carry sufficient inventories to assure ex-stock
supply of consumables and spares for the equipments so that the same are available.                     
                                                    OEM or reseller shall always accord most favoured client status
to the buyer/consignee and shall give the most competitive price for spares and consumables of its
machines/equipments supplied.

9. Installation, Training, Manuals: Seller shall be responsible to carry out Installation &
commissioning, Supervision and Demonstration of the goods. They shall provide required jigs and
tools for assembly, minor civil works for the completion of the installation and Training of
Consignee's representatives for operating and maintaining the equipment and supplying required
number of operation & maintenance manual for the goods. In case the category parameters are
specifying any requirements regarding the installations, training and manuals the same shall also
be applicable.

10. Electrical safety checking: Sellers are required to make sure that they furnish the list of
equipments for carrying out routine and preventive maintenance to buyer/consignee .They should
make sure to periodically check the electrical safety aspects as per BIS Safety Standards or
equivalent .In case they do not have required equipment for such testing should ensure that the
equipments checked for electrical safety compliance through labs with facilities for such checking
during every preventive maintenance call.
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11. Software: All software updates should be provided free of cost during warranty period.
12. Any other Terms and Conditions which is not included or at variance with the conditions specified in

STC/GTC, may be added by the buyer through Additional Terms and Conditions in the bid to ensure
items are procured from authentic/validated source with appropriate and applicable quality. The
above terms and conditions are in reverse order of precedence i.e. ATC shall supersede specific STC
which shall supersede General Terms and Conditions (“GTC”), whenever there are any conflicting
provisions.

Buyer Added Bid Specific Terms and Conditions/ े ताे ता  ाराारा  जोड़जोड़   गईगई  बडबड  कक   वशेषवशेष  शतशत

1. Service & Support

Availability of Service Centres: Bidder/OEM must have a Functional Service Centre in the State of each
Consignee's Location in case of carry-in warranty. (Not applicable in case of goods having on-site
warranty). If service center is not already there at the time of bidding, successful bidder / OEM shall have
to establish one within 30 days of award of contract. Payment shall be released only after submission of
documentary evidence of having Functional Service Centre.

2. Generic

Bidder financial standing: The bidder should not be under liquidation, court receivership or similar
proceedings, should not be bankrupt. Bidder to upload undertaking to this effect with bid.

3. Generic

Bidders shall quote only those products (Part of Service delivery) in the bid which are not obsolete in the
market and has at least 7 years residual market life i.e. the offered product shall not be declared end-of-
life by the OEM before this period.

4. Warranty

Bidder / OEM has to give an undertaking that after expiry of warranty period, it will provide
Comprehensive Maintenance Service for next 5 years for the offered products at the rate not more than 5
% of contract price per annum. Buyer reserves the right to enter into a CMC agreement with the
Successful Bidder / OEM after expiry of the Warranty period at above mentioned rate and the payment for
the CMC charges would be made Biannually after rendering of the CMC Services of the relevant CMC
period. Performance Security of the successful bidder shall be forfeited if it fails to accept the CMC
contract when called upon by the buyer. CMC would include cost of

as per specification
(Upload the undertaking). The original Performance Security of contract will be returned only after
submission and verification of AMC Performance Security for 3% of total CMC value valid up to CMC period
plus 2 months (if there is no other claim).

5. Certificates

Bidder's offer is liable to be rejected if they don't upload any of the certificates / documents sought in the
Bid document, ATC and Corrigendum if any.

6. Buyer Added Bid Specific ATC

Buyer Added text based ATC clauses

A.        Bidders are advised to quote prices as per technical specification. However detailed breakup
of quoted prices should be provided in Price Format - A (in pdf) and uploaded in the prescrib
ed place (Financial Document Required) on online GeM portal. The prices quoted in the presc
ribed field on GeM portal will be considered for ranking purpose.

Total price quoted in Price Format - A (in pdf) must match with the price quoted in GeM portal.

B.     The Bidders are advised to quote price of Spare parts, Consumables in the attached format (p
df) B and C accordingly and uploaded the same in the prescribed place (Financial Document R
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equired) on online GeM portal.  The equipment should be supported with spares for a minimu
m period of 10 years after successful installation and commissioning.” All the spares and cons
umables required for the equipment should be made available through GeM throughout the ag
reed supporting period”.

C.     The three years warranty sought for is OEM free warranty  without any additional cost tow
ards extended warranty to fulfil the tender condition.  The charges, if any, claimed by the bidd
er towards warranty in this regard and included in the product cost in Price Format -A should b
e mentioned in the price format D also. This warranty charges shall not be considered for calc
ulating actual CAMC value to be payable after warranty period. Where the total cost does not i
nclude such warranty charges, the bidder shall submit a declaration- "Certify that the Equipm
ent/accessories quoted in the bid is having OEM free warranty of three years and the total cos
t quoted in the bid does not include any warranty charges to fulfil the tender condition of
three year warranty". This declaration shall be furnished along with the Technical bid in Forma
t-G. False declaration may lead to rejection of bid. Proforma invoice from the OEM (Foreign pri
ncipal company) indicating the nature of after sale service including warranty condition shall b
e furnished along with the technical bid.  

D.     The maximum permissible CAMC charges after warranty period shall be  5% of the ‘cost of th
e equipment. The CAMC charges shall be quoted in percentage rate in GeM bid and escalation 
in CAMC charges shall be allowed at maximum 5% after every three years of CAMC. This CAM
C charges at Net Present Value shall be taken into account for arriving the lowest responsive b
idder. The actual CAMC value  to be payable after warranty period shall be separately worked 
out based on the "Cost of the equipment for CAMC calculation' and shall be furnished in F
ormat -E. The year wise rate percentage of CAMC quoted in the bid for L1 evaluation shall be u
sed for calculating the actual CAMC value.  The  ‘cost of the equipment for CAMC calculati
on’ shall not include additional warranty cost (if any), cost towards Installation, Commissionin
g and Testing (in addition to the original equipment cost of the OEM), cost of transportation, in
cluding import  customs duty and any specific excluded items from CAMC as per the tender co
ndition. The cost of the equipment for CAMC calculation shall be mandatorily furnished in form
at D.

E.      The successful bidder shall enter into CAMC/AMC as chosen by SCTIMST, 3 (three) months pri
or to the completion of warranty period. The CAMC/AMC will commence after the date of expir
y of warranty period from the date specified in the work order and agreement executed in this
regard, which will be treated as the first year of CAMC/AMC. 

F.    Liquidated Damages : 
If the supplier fails to deliver or install/commission any or all of the goods or fails to perform the 
services within the time frame(s) incorporated in the Purchase Order, the Purchaser shall, witho
ut prejudice to other rights and remedies available to the Purchaser  under the contract, deduct
from the contract price, as liquidated damages, a sum equivalent to 0.5% per week of delay or 
part thereof on delayed supply of goods, installation, commissioning  and/or services until
actual delivery or performance subject to a maximum of 10% of the contract price. Once the m
aximum is reached Purchaser may consider termination of the contract. 

If any delay by the supplier in maintaining its contractual obligations towards delivery of goods 
and performance of services shall render the supplier liable to any or all of the following sanctio
ns:

a.        Imposition of liquidated damages,

b.       Forfeiture of its Performance Security and

c.        Termination of the Contract for default

G.        Payment Terms

         100% payment will be paid after satisfactory installation and commissioning of equip
ment along with submission of “Installation Report” to be issued by user department a
nd DCE.
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H.         Bidders should submit the Manufacturer’s Authorization in attached format F (Buyer upload
ed ATC Document)

I  Bidders should provide an offline/physical demonstration of the quoted equipment before finalizi
ng the tender.

BIDDERS SHOULD ALSO COMPLY THE FOLLOWING  ADDITIONAL SPECIFICATIONS

1.       Instant response technology ensures that the power delivered remains virtually constant, regardless of th
e tissue type.

2.       Improved performance at a lower power setting minimizes the risk of tissue damage and neuromuscular s
timulation.

3.       Three-section touch screen with enhanced ease of use, simple controls and intuitive information displays.

4.       Unit should have advance mode for a unique combination of monopolar hemostasis and dissection while 
using a lower power setting resulting in less char, less thermal spread and less arcing than a traditional co
agulation mode.

5.       Three internal microcontrollers reduce system reaction time and increase the system processing speed.

6.       Spray  coagulation voltage of no more than 9000 volts peak-to-peak output for board, superficial coagulat
ion with limited capacitive coupling.

7.       Closed loop coagulation for all the monopolar and bipolar modes.

8.       A power efficiency rating of approximately 98 or more for cut performance.

9.       Three cut modes, all controlled by instant response technology, offer surgeons a varity of choices.

a.       Low cut for delicate tissue or endoscopic cases.

b.       Pure cut for clean, precise cut

c.       Blend for cutting with homeostasis.

10.   Coagulation modes:

a.       Desiccate for low voltage contact coagulation suitable in endoscopic and Delicate tissue 
work.

b.       High crest factor  for efficient  non-contact coagulation in most applications.

c.       Low crest factor for lower voltage coagulation in requirements.

d.       Spray for coagulation large tissue areas with superficial depth of necrosis.

11.   Three Bipolar modes:

a.       Different setting in bipolar are controlled by the instant response system.

b.       Precise, Standard, Macro setting utilize low voltage to prevent sparking.

12.   Unit should have Auto Bipolar Mode.

13.   System compatible with other devices, including:

a.       Argon coagulation system

b.       Ultrasonic surgical aspirators.

c.       Smoke evacuator

14.   Compatible with and used as the electrosurgical energy source for:

a.       Control RF ablation system
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b.       Electro blade rotary resection system

c.       Pacemaker lead extraction system

15.   Compatible with and the exclusive electrosurgical generator for the computer motion herms

a.       Voice command system

16.   Unit should be advanced-microcontroller – based Technology

17.   Unit should perform self-test During Power ON.

18.   Unit should have Digital Wattage Indications for Bipolar, Monopolar Cut and Coagulation.

19.   Unit should have isolated Monopolar and bipolar outputs.

20.   Unit should have Split Type Patient Unit should have Split Type Patient Plate contact monitoring System fo
r Maximum Patient Safety (Unit should not be deliver power until and unless Maximum area of the patient 
plate is not covered to completely minimize the risk’ of post-operative H.F. burns)

21.   Unit should have Audio Visual Patient Plate Error Monitoring System.

22.   Unit should have at least 3 mono polar coagulation modes.

23.   Mono polar Coagulation should consist Spray for Non-Contact Coagulation, Fulgurate for underwater coag
ulation, Desiccate/ Force for open Coagulation.

24.   Unit should have at least Three Bipolar Mode including precise, Standard and macro and Auto bipolar mod
e.

25.   Unit should have Facility to use monopolar and bipolar function without Switchover.

26.   Unit should have simultaneous coagulation facility in mono polar coagulation.

27.   Unit should have HF leakage monitoring system.

28.   Unit should be compactable with three button monopolar pencil which can use to adjust the power
output of the machine from the sterile field.

29.   Unit should have Time-out Facility to prevent accidental activation.

30.   There should be soft coagulation mode to do precise surgeries in soft organs like Liver.

31.   Unit Should have US FDA and European CE Approved

32.   OUTPUT WAVEFORMS: Bipolar

                Precise – more than 300 kHz sinusoid
                Standard – more than 300 kHz sinusoid
                Macro – more than 300 kHz sinusoid
 

33    Monopolar Cut

                Low – more than 300 kHz sinusoid.
                Similar to the Pure Cut mode except the maximum
                Voltage is limited to lower value.
                Pure – more than 300 kHz sinusoid
                Blend – more than 300 kHz sinusoid bursts of sinusoid, recurring at 27 kHz intervals.
                50% duty cycle envelope.
 

34    Monopolar Coag

                Desiccate – more than 300kHz sinusoid repeated at 39 kHz, 8% duty cycle

                Fulgurate – more than 300 kHz sinusoid damped sinusoidal bursts with a repletion freque
ncy of 30 or 57 kHz into 500 ohms.

                Spray – more than 300kHz sinusoid damped sinusoidal bursts with a randomized repetiti
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on centered at 28 KHz Frequencies include 21kHz<35 kHz.

35    Output is further modulated by a random 250 Hz envelope with a variable duty cycle.

      36    Output power changes by less than 15% of 5 watts, whichever is greater as the line Voltage     var
ies from 104-132 volts and 208-264 volts( at rated load).

    37      The system should have current ammeter to make sure that while using bipolar the vessel is coag
ulated or not.

   38       Should be able to activate two monopolar coagulation buttons at same time. There should have a
n option to enable or disable the shared coagulation facility.

   39       Should have an option to enable and disable auto bipolar as per the requirement from surgeon.

   40    Should have a monopolar pencil with power adjustment can be done from the sterile filed itself.

   41        Warranty  : Should have 3 years Warranty.

   42        Accessories:

1.       Should have Bipolar and Monopolar foot switch – one no. each

2.       Should have Disposable Hand switch pencil – 50 no’s

3.       Should have Disposable Return Electrode Pads – 50 no’s

Prices of all accessories should be mentioned separately.

.

7. Buyer Added Bid Specific ATC

Buyer uploaded ATC document Click here to view the file .

8. Generic

Manufacturer Authorization:Wherever Authorised Distributors/service providers are submitting the
bid, Authorisation Form /Certificate with OEM/Original Service Provider details such as name, designation,
address, e-mail Id and Phone No. required to be furnished along with the bid

9. Scope of Supply

Scope of supply (Bid price to include all cost components) : Supply Installation Testing and
Commissioning of Goods

10. Warranty

Timely Servicing / rectification of defects during warranty period: After having been notified of the defects
/ service requirement during warranty period, Seller has to complete the required Service / Rectification
within 3 days time limit. If the Seller fails to complete service / rectification with defined time limit, a
penalty of 0.5% of Unit Price of the product shall be charged as penalty for each week of delay from the
seller. Seller can deposit the penalty with the Buyer directly else the Buyer shall have a right to recover all
such penalty amount from the Performance Security (PBG).Cumulative Penalty cannot exceed more than
10% of the total contract value after which the Buyer shall have the right to get the service / rectification
done from alternate sources at the risk and cost of the Seller besides forfeiture of PBG. Seller shall be
liable to re-imberse the cost of such service / rectification to the Buyer.

Disclaimer/अ वीकरणअ वीकरण

The additional terms and conditions have been incorporated by the Buyer after approval of the Competent
Authority in Buyer Organization, whereby Buyer organization is solely responsible for the impact of these clauses
on the bidding process, its outcome, and consequences thereof including any eccentricity / restriction arising in
the bidding process due to these ATCs and due to modification of technical specifications and / or terms and

10 / 13

https://fulfilment.gem.gov.in/contract/slafds?fileDownloadPath=SLA_UPLOAD_PATH/2023/Jul/GEM_2023_B_3655306/CLM0010/__b4f5825b-e196-4c8d-b7421688714457806_pur_hos2.docx


conditions governing the bid. Any clause(s) incorporated by the Buyer regarding following shall be treated as
null and void and would not be considered as part of bid:-

1. Definition of Class I and Class II suppliers in the bid not in line with the extant Order / Office Memorandum
issued by DPIIT in this regard.

2. Seeking EMD submission from bidder(s), including via Additional Terms & Conditions, in contravention to
exemption provided to such sellers under GeM GTC.

3. Publishing Custom / BOQ bids for items for which regular GeM categories are available without any
Category item bunched with it.

4. Creating BoQ bid for single item.
5. Mentioning specific Brand or Make or Model or Manufacturer or Dealer name.
6. Mandating submission of documents in physical form as a pre-requisite to qualify bidders.
7. Floating / creation of work contracts as Custom Bids in Services.
8. Seeking sample with bid or approval of samples during bid evaluation process.
9. Mandating foreign / international certifications even in case of existence of Indian Standards without

specifying equivalent Indian Certification / standards.
10. Seeking experience from specific organization / department / institute only or from foreign / export

experience.
11. Creating bid for items from irrelevant categories.
12. Incorporating any clause against the MSME policy and Preference to Make in India Policy.
13. Reference of conditions published on any external site or reference to external documents/clauses.
14. Asking for any Tender fee / Bid Participation fee / Auction fee in case of Bids / Forward Auction, as the

case may be.

Further, if any seller has any objection/grievance against these additional clauses or otherwise on any aspect of
this bid, they can raise their representation against the same by using the Representation window provided in
the bid details field in Seller dashboard after logging in as a seller within 4 days of bid publication on GeM. Buyer
is duty bound to reply to all such representations and would not be allowed to open bids if he fails to reply to
such representations.

Additional Clause For Comprehensive Maintenance Charges
1.CMC shall include preventive maintenance including calibration as per technical/ service /operational manual of
the manufacturer, service charges and spares, after satisfactory completion of Warranty. During the CMC period
commencing from date of the successful completion of warranty period, Service personnel shall visit each
consignee site as recommended in the manufacturer’s technical/ service /operational manual, at least once in six
months or as per user requirement. Cost of consumables shall not be included in CMC.Further there will be 98%
uptime warranty during CMC period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period
by double the downtime period. 
2.CMC charges to be indicated as percentage of cost of equipment quoted for each year after the warranty
period. 
3.GST shall be included in the CMC Charges quoted. 
4.Cost of CMC will be added for Ranking/Evaluation purpose with depreciation formula.A 10% discounting rate
per year shall be applied on CMC Charges for price evaluation on Net Present Value. 
5.The payment of CMC will be made on quarterly basis after satisfactory completion of said period, duly certified
by end user. 
6.While creating a bid or RA, buyers shall indicate whether CMC is required against Yes/No” options. If CMC
Charges are included, an option for number of years for CMC required after the warranty period shall be
available.Under this option up to 10 years can be chosen for CMC charges beyond warranty period. 
7.In case the bid has a provision for CMC, the warranty of the product will also be deemed to have been
converted into Comprehensive warranty including preventive maintenance and calibration as per technical/
service /operational manual of the manufacturer, service charges and spares, during the Warranty Period also.
Sellers are therefore advised to include the cost of Comprehensive Warranty including spares (excluding
consumables) also in product Cost. 
8.The CMC functionality shall be available in bid only and no direct RA shall be applicable.In case of bid to R/A
decrement rules shall be applicable on total price inclusive of CMC charges. Bunching of products shall not be
available while creating bids with CMC charges.
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8.1.Buyer shall indicate number of years of warranty by selecting different options available in the field
depending on warranty parameter applicable in category parameters for the equipment. No. of years of
warranty indicated here shall supersede the warranty period indicated elsewhere in bid or product
specifications. The Seller while participating in Bid/RA will get fields to indicate CMC charges as
percentage depending on number of years of CMC selected by Buyer. The following shall be applicable, if
5 year CMC selected:

CMC charges for 1st year after warranty period– Percentage to be indicated- A1
CMC charges for 2nd year after warranty period– Percentage to be indicated- A2
CMC charges for 3rd year after warranty period – Percentage to be indicated- A3
CMC charges for 4th year after warranty period – Percentage to be indicated- A4
CMC charges for 5th year after warranty period – Percentage to be indicated- A5

Similarly, A6 to A10 are to be indicated for 6th to 10th year of CMC if applicable.
8.2.The calculation of CMC Charges shall take into account the number of years of warranty and duration
of CMC as specified while creating bid.
8.3.In the price evaluation, the system shall provide function to calculate the cost of each equipment by
formula indicated below includingCMC and then show the inter-se-ranking of the bidders. The following are
the variables

(i) Number of years for which CMC required.
(ii) Number of years of product warranty

The formula for calculating total cost including CMC charges shall be as under: 
Total Cost for evaluation= 
C+C*{(A1/100)/(1.10^n)+(A2/100)/(1.10^n+1)+(A3/100)/(1.10^n+2)+(A4/100)/(1.10^n+3)+
(A5/100)/(1.10^n+4)} and so on 
C – Cost for equipment quoted and n shall be number of years of product warranty specified. 
If 2 year warranty specified, n shall be2 and if 5 year warranty specified, n shall be 5. A1,A2, A3, A4&
A5shall depend on how many years CMC selected. For3 yearCMC, only A1,A2 and A3 factors are to be
taken into account and A4 and A5 will not be applicable.
8.4.CMC charges offered for each subsequent year should be same or higher than preceding year.
8.5.The CMC charges shall be offered within range of 3 to 10% of cost of equipment.

9.Since CMC charges are to be paid only later for each year during CMC period,applicable performance
guarantee amount after placement of contract shall be based on the cost of equipment excluding the cost of
CMC Charges. 
10.Performance bank guarantee applicable for CMC is to be submitted at start of the CMC and shall be applicable
between 2.5% to 5% as specified in bid on total CMC Charges.The PBG submitted after award of contract shall be
released only after new PBG for the CMC period is submitted and accepted by buyer/consignee after due
verification.Bank guarantee for CMC is to remain valid till completion of CMC period plus one year. The bank
guarantee for CMC shall be submitted to buyer directly. In case, seller fails to submit the PBG or does not provide
services for the CMC contract after expiry of warranty period then PBG of equipment shall be forfeited. 
11.In case of splitting of order quantity, equipment cost and CMC charges offered by L1 bidder shall be matched
by higher quoting eligible bidders on one-to-one basis.The equipment cost and CMC charges (year to year) shall
be matched individually. 
12.The CMC Contract shall be an offline contract to be handled by buyer.The payment of CMC will be made on
quarterly basis after satisfactory completion of said period, duly certified by end user and scope of CMC will be as
per para 1 above. 
13.CMC Charges are inclusive of all the charges for Transportation, Lodging, Boarding, all insurances including
third party insurance and all other incidental charges. The same shall include GST. The prices also include cost of
spares and damaged parts. Purchaser does not have any liability, whatsoever, over and above the cost of CMC. It
also includes for arranging hand tools & tackles, special tools etc. required to carry out the work.

This Bid is also governed by the General Terms and Conditions/ यह बड सामा य शत  के अतंगत भी शािसत है

In terms of GeM GTC clause 26 regarding Restrictions on procurement from a bidder of a country which shares a land border with India, any bidder from a country which
shares a land border with India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority. While participating in bid, Bidder has to
undertake compliance of this and any false declaration and non-compliance of this would be a ground for immediate termination of the contract and further legal action

in accordance with the laws./जेम क  सामा य शत  के खंड 26 के संदभ म भारत के साथ भूिम सीमा साझा करने वाले देश के बडर से खर द
पर ितबंध के संबंध म भारत के साथ भूिम सीमा साझा करने वाले देश का कोई भी बडर इस िन वदा म बड देने के िलए तभी पा  होगा
जब वह बड देने वाला स म ािधकार  के पास पंजीकृत हो। बड म भाग लेते समय बडर को इसका अनुपालन करना होगा और कोई भी
गलत घोषणा कए जाने व इसका अनुपालन न करने पर अनुबंध को त काल समा  करने और कानून के अनुसार आगे क  कानूनी कारवाई
का आधार होगा।

---Thank You/ध यवादध यवाद---

12 / 13

https://admin.gem.gov.in/apis/v1/gtc/pdfByDate/?date=20230710


13 / 13


	Bid Document/ बिड दस्तावेज़
	EMD Detail/ईएमडी विवरण
	ePBG Detail/ईपीबीजी विवरण
	Splitting/विभाजन
	MII Purchase Preference/एमआईआई खरीद वरीयता
	MSE Purchase Preference/एमएसई खरीद वरीयता

	Electro Cautery Machine ( 1 pieces )  (Minimum 50% and 25% Local Content required for qualifying as Class 1 and Class 2 Local Supplier respectively/क्रमशः श्रेणी 1 और श्रेणी 2 के स्थानीय आपूर्तिकर्ता के रूप में अर्हता प्राप्त करने के लिए आवश्यक)
	Special terms and conditions-Version:5 effective from 18-11-2022 for category Electro Cautery Machine

	Buyer Added Bid Specific Terms and Conditions/क्रेता द्वारा जोड़ी गई बिड की विशेष शर्तें
	Disclaimer/अस्वीकरण
	Additional Clause For Comprehensive Maintenance Charges
	---Thank You/धन्यवाद---


